Abstract: Augmented reality (AR) has proven to be a useful, exciting technology in several areas of healthcare. AR may especially enhance the operator's experience in minimally invasive surgical applications by providing more intuitive and naturally immersive visualization in those procedures which heavily rely on 3D imaging data. Benefits include improved operator ergonomics, reduced fatigue, and simplified hand-eye coordination. Head-mounted AR displays may hold great potential for enhancing surgical navigation given their compactness and intuitiveness of use. In this work, we propose a method that can intra-operatively locate bone structures using tracked ultrasound (US), registers to corresponding pre-operative computed tomography (CT) data, and generates 3D AR visualization of the operated surgical scene via a head-mounted display (HMD). Our method deploys optically-tracked US, bone surface segmentation from US and CT image volumes, and multimodal volume registration to align pre-operative data to corresponding intra-operative information. The enhanced surgical scene is then visualized in an AR framework using a head mounted HoloLens. We demonstrate our method's utility using a foam pelvis phantom, and quantitatively assess accuracy by comparing the locations of fiducial markers in the real and virtual spaces, yielding root mean square errors of 3.22 mm, 22.46 mm, and 28.30 mm in the x, y, and z directions, respectively.
Introduction
Minimally invasive orthopedic surgical procedures greatly benefit from computer-assisted, image-based, navigation and guidance to improve surgical accuracy and enable minimally invasive surgery [1] [2] [3] . Current surgical navigation systems typically display available imaging data on a conventional 2D computer screen located away from the physical, real-world operated scene. This presents several challenges for the surgeon who cannot observe the computer screen and surgical site simultaneously, potentially increasing the risk of error. Further, the challenging mental exercise needed to map screendisplayed 2D information to corresponding 3D real world anatomy can be especially problematic for new or less experienced surgeons. AR technologies thus provide a safe approach to intuitively augment the operator's view of the scene with fused and complex 3D information not accessible by human vision. More specifically, headmounted AR displays are especially useful for such applications since their compact size and simple integration into the surgical environment and workflow allows the surgeon to maintain uninterrupted gaze on the operated scene, enables potential reduction in surgical times, and improved operator ergonomics [4] . Several recent studies examined the use of HMDs in surgery. In the closest work to ours, Hajek et al. [5] presented a method for locating bone using a HoloLens mounted on a C-arm fluoroscope that communicates with another HoloLens worn by the user for percutaneous orthopedic interventions. The authors used a markerless setup based on Simultaneous Localization and Mapping (SLAM). Chen et al. [6] presented a system based on a different HMD, the nVisor ST60, for overlaying a hologram of a pelvis model over itself. They tracked the HMD with a stereo optical tracker and used a tracked stylus for locating the pelvis. Vassalo et al. [7] examined the stability of the HoloLens. In that study, the authors digitized several points on a hologram with an optically-tracked stylus as seen by a spectator through the HoloLens, and examined the effect of user movement or sensor occlusion in several scenarios on the stability of these points. That work's focus was on stability, but not accuracy; in other words the hologram position was compared relative to itself at different times, but the absolute position was not measured with respect to the environment. Pratt et al. [8] used the HoloLens to "see through" the patient's skin to visualize patients' vasculature in the pre-operative stage of lower extremity reconstructive surgery. Manual registration by surgeon hand gestures was used to register the hologram over the real anatomy. The device was tested in several surgical cases. Khuzagliyev et al. [9] presented a method for guiding a needle using tracked US and visualizing holographic guides over the needle using the HoloLens.
These papers presented methods for anatomy localization using either manual registration or traditional X-ray based imaging techniques. In surgery, automatic registration of pre-and intra-operative data is desirable as manual registration data increases operating times significantly and is error prone [10] . Further, X-ray based imaging methods expose the patients and surgeons to significant amounts of ionizing radiation [11] . There remains a gap in the literature for head-mounted AR systems that use automatic, non-ionizing imaging modalities for bone localization.
Recently, US has been proposed as a non-ionizing, viable alternative to intra-operative X-ray for bone localization in navigated procedures. Bone surface detection with US has been studied extensively over the last two decades, with one of the first studies dating back as far as 2001 [10] . However, automatic segmentation of bone surface in intra-operative US and subsequent multimodal registration to pre-operative CT presented a significant challenge. Several studies have since attempted to address this challenge by implementing automatic US segmentation and US-to-CT registration algorithms. Hacihaliloglu et al. used Phase Symmetry (PS) features for automatic bone surface segmentation and fracture detection [12] , as well 
as US-to-CT bone surface registration with Gaussian Mixture Modelling (GMM) [13] . More recently, Pandey et al. proposed a faster and more robust method for 3D US-to-CT registration that uses Shadow Peak (SP) bone surface segmentation in US and Normalized Cross Correlation (NCC) registration [14] .
In this paper, we present a method that locates bone in a known reference frame from intra-operative US images, aligns that to corresponding bone from pre-operative CT images, with the fused 3D imaging information aggregated and displayed within a headmounted AR visualization of the surgical scene. For AR visualization we use the HoloLens (Microsoft R Corporation, Redmond, WA, USA) optical see-through HMD for being a self-contained device and readily available in the market. The HoloLens is a standalone wearable holographic computer in the form of a smart HMD that is equipped with a Central Processing Unit (CPU), an array of environment-sensing cameras, time-of-flight depth sensors, Inertial Measurement Unit (IMU), Holographic Processing Unit (HPU) for processing the multimodal data from the sensors without overloading the CPU, a battery, and waveguides for displaying holograms. For US to CT bone surface segmentation and registration, we use SP segmentation and NCC registration as described by Pandey et al. [14] for being relatively less computationally intensive and more robust. We demonstrate our pipeline on a pelvis US phantom.
Methods
To overlay a CT model with the real scene, we need to find the transformation from CT frame to AR frame, CT T P atient , and this is realized through a chain of transformations by using an optical tracker, tracked US and a custom-built dual tracking (optical and AR) structure. The transforms are listed in Eq. 1, where U S T P robe and Common T P atient are obtained through pre-calibration, and CT T U S is obtained through registration.
Pre-operative Imaging and Segmentation
In navigated surgery, a scan of the bony anatomy is acquired preoperatively for planning and intra-operative display, often by CT. Similarly, we acquired a CT volume of the pelvis model for display on the HoloLens, using a CT750HD (General Electric, Boston, MA, USA) scanner. The CT volume was exported in DICOM format with 0.59x0.59x0.625 mm voxel spacing. For display on the HoloLens, we first segmented and converted the volumetric CT data to a mesh surface model. We did this in 3D Slicer [15] by first segmenting and removing the CT table by manual mouse manipulation. Then we used manual intensity thresholding to remove all low-intensity unwanted artifacts. We converted the segmented volume to a mesh surface model in 3D Slicer and exported as a mesh surface file for importing into Unity (ver. 2017.2.0f3).
Tracking
Intra-operatively, a HoloLens-trackable printed photograph is attached rigidly to the pelvis, and we refer to this as the Patient reference frame. This target is tracked by the HoloLens front-facing webcam using Vuforia (PTC Inc., Needham, MA) software development kit (SDK). For AR display we locate the pelvis in the (a) Patient reference frame, or in other words, we compute the transform CT T P atient using optically-tracked US. The MicrUS-L12 (Telemed, Vilnius, Lithuania) US probe is tracked with the Polaris Vega (Northern Digital Inc., Waterloo, ON, Canada) optical tracker. We equip the US probe with a dynamic reference frame (DRF), a set of reflective spheres on a rigid body that is trackable by the Vega. We use PLUS [16] to receive and combine tracking and imaging data from the optical tracker and US probe, and send this data in realtime to 3D Slicer over OpenIGTLink [17] . We use a tracked stylus for calibrating the system. We first determine the stylus tip to stylus calibration, T ip T Stylus , with pivot calibration. To calculate the US image to probe transformation, U S T P robe , we use the Polaris stylus calibration method as described by Hsu et al. in [18] , by moving the stylus tip to multiple positions in the US scan plane while simultaneously tracking it in the probe reference frame, then solving for the rigid transform with iterative closest point (ICP) based registration. These calibrations were performed in Slicer.
The US and HoloLens reference frames are resolved using a common target that is identifiable by both the Vega and the HoloLens camera. For this, we designed and fabricated the common reference frame (CRF, please refer to Fig. 2 ) which is a jig that combines the printed photograph and a custom Vega-trackable DRF, printed from the I-STAR library of DRFs [19] . We calibrated Patient reference frame to this DRF ( Common T P atient ) using the same stylus and ICP calibration method that was used for calibrating the US image to the probe DRF, but replacing the US image with the printed photograph (Patient), and replacing Probe DRF with Common DRF, in Slicer. .
Intra-operative Ultrasound Acquisition
To locate the pelvis with respect to the Patient reference frame, we obtained a tracked US volume of the pelvis in the Patient reference frame. We submerged the pelvis in water for US acquisition (see Fig. 2 ). We set the US probe to 10 MHz frequency and depth of 70 mm. We collected 2691 tracked US frames and reconstructed the volume using a pixel-based method with hole-filling. We used 1 mm voxel spacing, trilinear interpolation for pixel distribution, and mean compounding for overlapping pixels. For hole-filling, we used a gaussian-weighted element with 3-voxel diameter and 2-voxel standard deviation (see resulting volume Fig. 3(a,g) ).
Bone segmentation and CT to US registration

To compute
CT T U S we use SP segmentation, inverse distance map transform, and normalized cross-correlation (NCC) based registration as described by Pandey et al. [14] (see Fig. 3 ). Before applying this algorithm, pre-processing steps were required due to the differences between this study and the study by Pandey et al., namely using a different US probe and using water instead of agar as the US medium. For US, we apply manual intensity thresholding to overcome the artifacts from the Telemed system's time gain compensation, which did not allow for a sufficient acoustic shadow to be cast. For CT, we use the same volume that was pre-operatively segmented, but we further apply manual intensity thresholding to remove the very high intensity signals from the brass screws.
After pre-processing the volume, we applied the steps as described by Pandey et al. We used SP to automatically segment bone surfaces, based on bone shadowing and maximum pixel intensities, in both the US volume reconstruction and CT volumes (see Fig. 3 ). We used the non-linear inverse distance transform to improve convergence of the intensity-based 3D registration between the US and virtual CT volumes, which is achieved by maximizing the NCC between the 3D images using stochastic gradient descent. We thus could calculate the transform CT T U S . The segmentation and registration algorithms were incorporated into the 3D Slicer framework using elastix [20] and MATLAB bridging modules.
Accuracy Validation
To assess the total registration error (TRE) of the system, we placed twelve fiducials in the form of brass screws in the surface of the pelvis model. Due to their metallic nature, we simply segmented the fiducials in CT using manual intensity thresholding and then converted to a mesh surface in 3D Slicer. We applied the CT T P atient to this mesh. We imported the transformed mesh into Unity for display on the HoloLens. We digitized the locations of the brass screw heads in the Patient reference frame with the tracked stylus. Similarly, we digitized the corresponding virtual screw heads as seen through the HoloLens (see Fig. 4 ) with the tracked stylus in the Patient reference frame. We collected ten points for each virtual screw by moving the stylus away from and back towards the head of the virtual fiducial, and considered the location of each virtual fiducial to be the centroid of all points collected from that fiducial. We calculated the TRE as in Eq. 2, where v i refers to the location of a virtual fiducial (i.e. the red virtual screw as seen through the HoloLens in Fig. 3 ) in the Patient reference frame, r i refers to the corresponding location of the real fiducial (i.e. the real screw) in the Patient reference frame, and n represents the total number of fiducials.
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Results & Discussion
We simulated a CAOS scenario with AR visualization by overlaying a hologram of a pelvis foam model over the real foam model as shown in Fig. 4 . To assess the TRE of the system, or in other words how well the virtual hologram is registered to the real pelvis, we measured the locations of the real and virtual fiducials with a tracked stylus. The measured locations are shown in a 3D plot (Fig. 5 ). We measured a TRE of 36.90 mm, as described in Eq. 2, with x, y, and z components of 3.22 mm, 22.46 mm, and 28.30 mm, respectively. Our preliminary results are promising, but with room for improvement. One of the limitations of our system currently is the use of a trackable printed target attached to the bone, which can be considered intrusive to the surgical site. With future improvements, our system may be modified such that this target can be situated separately from the patient and does not have to be attached to the bone at all. This would require real-time US acquisition, segmentation, and registration such that bone location can be quickly determined if the bone moves.
Further, we observed some limitations of the HoloLens' capability for displaying holograms. Most notably, the observed field-ofview of the HoloLens is relatively narrow, such that parts of the hologram would disappear if the user's head drifted too far up or down. This detracts from the illusion of the hologram. In digitizing the fiducials, it was easy to feel and locate the brass screw heads with the tracked stylus, but it was not easy to locate the same points on the holograms of the screws (see Fig. 4 ). This is because the holograms rendered by the HoloLens are not true holograms, in that they are displayed directly in front of the user's view on the waveguides, so the stylus does not occlude the screws when positioned in the lineof-sight between the user's eyes and hologram. This confuses the user's perception about the true depth of the hologram and leaves the user to rely mainly on size, focus, and parallax cues to estimate depth. This difficulty in depth perception is apparent when looking at the spread of each cluster of points taken by the user of each virtual fiducial, which is greatest in the direction of the user's line-of-sight (see Fig. 5 ).
The reported accuracy is currently not acceptable in terms of surgical application, but on par with the findings of other papers for the HoloLens. For example, the closest study by Hajek et al. [5] , found a calibration root-mean-squared error of 26.6 mm, with component errors in the x,y, and z directions of 4.10 mm, 3.02 mm, and 43.18 mm, respectively, as well as a total registration error (TRE) of 11.46 mm. We observed a similar pattern in our component errors in the x, y, and z directions of 3.22 mm, 22.46 mm, and 28.30 mm, respectively. Note the largest errors are in the y and z directions. We suspect that this error is due to the fact that the Patient reference frame printed marker was placed relatively far away from the pelvis, so small rotational tracking errors are magnified farther away from the printed marker. No other papers reported quantitative accuracy measurements for the HoloLens as far as we know. However, one study that used the nVisor ST60 for head-mounted AR visualization, and used a stereo optical tracker for tracking the nVisor, reported a mean distance error of 0.809 mm ± 0.05 mm and mean angular error of 1.038
• ± 0.05
• [6] . Future work will involve improving accuracy, potentially by improving the design of the tracking system, for example by replacing the single camera on the HoloLens with a stereo system that can measure the depth more accurately, or by using the raw data from the HoloLens depth sensors if access is provided by the manufacturer, or by using a separate optical tracker set-up like the one used by Chen et al. [6] . If accuracy can be significantly improved, the next steps in this study would be real-time integration of the pipeline with an HMD. Further, the system must be tested on more realistic US phantoms that use materials other than water and foam, before a clinical study can be conducted.
Conclusion
We proposed a method for AR display in CAOS that uses intraoperative tracked US to locate bone and register to it pre-operative CT data. We successfully demonstrated our method on a foam pelvis model with a HoloLens for AR display, and quantitatively measured the total system accuracy. With improvements to accuracy, our methods may be used with head-mounted AR displays to enhance the operator's experience in CAOS procedures, and provide a non-ionizing alternative to intra-operative X-ray bone localization. Future work will focus on improving the accuracy of this system to a level that may enable clinical translation.
